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TOOLS

CER-ORTHO

Assembled
Access Cannula
& Sharp Stylet

Blunt Stylet

Aspiration Cannula

This is a visual aid and is not intended to take the place of the IFU provided in the package insert with each device sold.
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Following proper placement
technique, locate the needle adjacent
to the biopsy site.

Using a surgical drill with appropriate
attachments, drill clockwise to
advance the needle. Entrance into
the marrow cavity is generally
detected by decreased resistance.

Unlock the stylet handle by rotating it to
the center position and remove stylet
from the cannula.

Install the blunt stylet into the cannula.

Advance the needle by drilling clockwise
until a depth of 3-5 cm is achieved or
you feel increased resistance.

Advance the molded grip by turning

it clockwise while holding the needle
handle until you feel slight resistance; the
outer canula sleeve is against the bone.

This is a visual aid and is not intended to take the place of the IFU provided in the package insert with each device sold.
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Unlock the blunt stylet handle by
rotating it to the center position and
remove from the cannula.

Install the slip fit handle by aligning
the indicator arrow with the slotted
face of the cannula handle.

Insert the aspirator cannula and
secure it in place by the
lure connection.

Attach a syringe to the aspiration
cannula using the lure connection.

Apply negative pressure by quickly
withdrawing the syringe plunger.
Aspiration will begin.

S = 360 degrees Hold the molded grip in one hand
and with the other hand turn the
T handle one full revolution (360
degrees). This will lift the aspiration
cannula out of the body to a new
aspiration site. This should be done
after each |-2cc draw to avoid
excess dilution of peripheral blood.

Repeat until desired volume is

obtained or the cannula is out of
the bone space.

This is a visual aid and is not intended to take the place of the IFU provided in the package insert with each device sold.
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Cervos Medical

475 School Street Suite 12
Marshfield, MA 02050
US.A.

sales@cervos.com
Www.cervos.com

This is a visual aid and is not intended to take the place of the IFU
provided in the package insert with each device sold.





